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Objectives: To investigate safety and feasibility of imaging unprotected left main (ULM)
using frequency-domain optical coherence tomography (FD-OCT) compared with intra-
vascular ultrasound (IVUS). Background: IVUS has been used to assess and guide per-
cutaneous coronary intervention (PCI) of ULM disease. FD-OCT offers 10-fold higher
axial resolution than IVUS and its high-speed image acquisition obviates the need for
proximal balloon occlusion. Methods: We prospectively enrolled 35 consecutive
patients with ULM disease. FD-OCT and IVUS assessments were attempted pre- and
post-PCI and compared in regards to safety, ability to image the region of interest
(ROI), number of pullbacks, volume of contrast and ability to detect malapposition, dis-
section, and thrombus. Results: Patients were followed for 1 year when FD-OCT imag-
ing was repeated. FD-OCT required more repeated pullbacks to image the ROI
compared to IVUS. Mean lumen and stent areas were similar between FD-OCT and
IVUS (11.24 6 2.66 vs. 10.85 6 2.47 mm2, P 5 0.13 and 10.44 6 2.33 vs. 10.49 6 2.32 mm2,
P 5 0.82, respectively), whereas imaged stent length was shorter with FD-OCT. Malap-
position areas and volumes were larger and more edge dissections were detected by
FD-OCT. There were no clinical adverse events and no complications associated with
FD-OCT at baseline and 1-year follow-up. All dissections were healed, whereas stent
malapposition was still detected at follow-up. Conclusions: FD-OCT assessment of
ULM is feasible and safe. Direct comparisons with IVUS reveal that FD-OCT achieved
imaging completeness less often, whereas it was more sensitive in detecting malappo-
sition and edge dissections, and similar to IVUS in the assessment of lumen and stent
dimensions. VC 2013 Wiley Periodicals, Inc.
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INTRODUCTION

Percutaneous coronary intervention (PCI) of
unprotected left main (ULM) coronary artery dis-
ease has gained significant adoption over the past
decade [1,2]. This mode of therapy, however,

demands high procedural precision, given the large

amount of myocardium at risk and often difficult to

assess dimensions of ULM. The efficacy of intra-

vascular imaging utilizing catheter-based ultrasound

(IVUS) systems during PCI was reported previously
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[3,4] and has made significant contributions to our

current understanding and treatment of ULM dis-

ease [5].
The possibility of imaging the ULM using a high-re-

solution imaging modality such as optical coherence
tomography (OCT) is attractive. However, the first
generation time-domain OCT systems had a relatively
narrow field of view and required proximal vessel
occlusion for image acquisition, precluding its applica-
tion in ULM. Conversely, the new frequency-domain
optical coherence tomography (FD-OCT) technology
allows pullback speeds up to 25 mm/sec, which obvi-
ates the need for proximal vessel occlusion. FD-OCT
also offers a larger (10 mm) field of view, enabling
visualization of large vessels such as the ULM [6].
The role of OCT guiding PCI has been recently dem-
onstrated by our group and others [7–9]. Therefore, we
hypothesized that FD-OCT is a feasible and safe imag-
ing modality to assess and guide therapy of ULM
disease. The aims of this study were (1) to evaluate the
performance of FD-OCT compared with IVUS during
ULM PCI and (2) to investigate the safety and feasibil-
ity of repeat FD-OCT 1 year after ULM stenting.

METHODS

Study Design, Patient Selection, and Follow-up

From February 2010 to August 2010, 47 consecutive
patients with ULM disease underwent PCI at New
Tokyo Hospital (Chiba, Japan). Patients with stable an-
gina or nonstent thrombosis (ST)-elevation myocardial
infarction (MI) were eligible if they had >50% lesion
stenosis of ULM by angiographic assessment. Stable
angina patients should have documented ischemia. We
defined unstable angina as having a progressive cre-
scendo pattern or angina at rest without an increase in
troponin levels. Non-ST-elevation MI was defined as
having typical rise and gradual fall of troponin or crea-
tine kinase myocardial band of myocardial necrosis
with ischemic symptoms and development of patho-
logic Q-waves or ST segment depression on the
electrocardiogram. The exclusion criteria included con-
gestive heart failure with left ventricle ejection fraction
of <30%, acute MI with ST-segment elevation, chronic
kidney disease (serum creatinine, >1.5 mg/dL) not on
dialysis, known allergy to antiplatelet agents or con-
trast dye, and life expectancy <1 year.

Both IVUS and FD-OCT were attempted in all
patients with alternated order at pre- and post-PCI. By
protocol, 1 year after PCI, patients with de novo lesions
treated with a single drug-eluting stent underwent
follow-up angiography and FD-OCT imaging. Clinical
follow-up (office visit or phone call) was conducted at

1-year follow-up. The study protocol was approved by
the institutional review board and informed consent was
obtained for every patient before any intervention was
performed.

PCI Procedure

All patients were treated with aspirin (loading dose,
200 mg) and clopidogrel (loading dose, 300 mg) at least
24 hr before PCI. After stent implantation, aspirin was
maintained indefinitely (200 mg/day), whereas clopi-
dogrel (75 mg/day) was continued for at least 1 year.
Cilostazol was also continued at least 3 months postpro-
cedure [10]. All patients received an intra-arterial bolus
injection of 6,000–10,000 IU of heparin and intracoro-
nary isosorbide dinitrate (2–3 mg) before angiography.
PCI was performed by femoral or radial approaches
using 6 or 7F guiding catheters. IVUS and FD-OCT
were attempted in all patients after intracoronary nitro-
glycerin infusion (100–200 mg). Sirolimus-eluting stents
or everolimus-eluting stents were implanted as per the
operator’s discretion. PCI success was defined when
<25% residual stenosis with normal distal blood flow
(TIMI 3) was achieved.

Quantitative Coronary Angiography Analysis

Quantitative coronary angiography (QCA) was per-
formed pre- and post-PCI. Angiographic measurements
were carried out in matched two orthogonal projec-
tions. Offline analyses of digital coronary angiograms
were performed with (CASS II, Pie-Medical, Maas-
tricht, The Netherlands) using validated quantitative
methods [11].

OCT Image Acquisition and Analysis

A conventional angioplasty guidewire (0.014 inch)
was advanced distal to the region of interest (ROI), then
the 2.7 French FD-OCT catheter (Dragonfly

TM

, St. Jude
Medical, St. Paul, MN) was advanced over the guide-
wire at least 10-mm distal to the ROI. The images were
calibrated by automated adjustment of the Z-offset [6],
and automated pullback was set at 20 mm/sec. Data
were acquired using a commercially available FD-OCT
system (C7-XR

TM

, OCT Imaging System, St. Jude Medi-
cal, St. Paul, MN) and digitally stored. The injection of
isosmolar contrast dye (100%) to displace blood was per-
formed with a power injector. FD-OCT pullbacks were
attempted from left anterior descending artery (LAD, 32/
35 [91.4%]) or left circumflex artery (LCX, 3/35 [8.6%])
to the aorta-ostium. The acquisition of images after PCI
was performed in a similar fashion. The amount of
injected contrast as well as the settings utilized to acquire
FD-OCT images/pullback was recorded. Total number of
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pullbacks was recorded and the reasons for repeated pull-
backs were classified as follows: insufficient blood clear-
ance preventing good image acquisition, ROI longer than
the FD-OCT maximum imaging length (54 mm), addi-
tional balloon angioplasty, and stent implantation. At 1-
year follow-up, angiography and FD-OCT were repeated
in a similar fashion. The images were analyzed by two in-
dependent investigators blinded to the angiographic and
clinical data. FD-OCT analysis was performed using
dedicated software with an automated contour-detection
algorithm (Off-line Review Software, version C.0; St.
Jude Medical, St. Paul, MN). FD-OCT assessments were
performed offline and the information provided was not
used to guide PCI in our study. All cross-sectional images
were initially screened for quality assessment and
excluded from analysis if any portion of the stent was out
of the screen; if a side branch occupied >45

�
of the

cross-section; or if the image had poor quality caused by
residual blood, artifact, or reverberation [6]. Two differ-
ent regions were identified: the stented segment and the
5-mm distal to the stent. Image acquisition completeness
was defined proximally when the left main ostium was
visualized, and distally when the stented segment could
be completely assessed. Pre-PCI images were analyzed
every 1 mm, whereas post-PCI and follow-up FD-OCT
images were analyzed every 0.4 mm. If suboptimal image
quality was present, the analyst could select an adjacent
frame at 60.2-mm interval [12]. Quantitative measure-
ments were performed and the presence of thrombus and
dissections was determined as described previously
[13,14]. Stent imaging completeness was defined when
stent struts were observed in at least three quadrants at
each segment. OCT-derived malapposition values were
obtained by means of 360

�
chords, distributed between

the lumen and the stent contours. Commercially available
dedicated software (Amira 5.4.2, Visage Imaging, San
Diego, CA) was used for three-dimensional reconstruc-
tion of FD-OCT two-dimensional images.

IVUS Image Acquisition and Analysis

The Atlantis SR Pro 40 MHz catheter and the iLab
ultrasound console (Boston Scientific, Natick, MA)
were used for IVUS image acquisition. The catheter
was advanced into the vessel, with the imaging device
placed at least 10-mm distal to the ROI. Automated
pullbacks were acquired at 1 mm/sec over the entire
length of the ROI. All IVUS images were exported
into DICOM standard format for subsequent offline
analysis. Quantitative IVUS analysis was performed
using a validated semi-automated detection algorithm
(Curad, version 4.32, Wijk bij Duurstede, The Nether-
lands) by two independent experts as reported previ-
ously [15]. Semi-automatic lumen contour detection

was used for mean lumen area (MeanLA), minimal
lumen area (MLA) in pre- (i.e., every 1-mm frame)
and post-PCI (i.e., every 0.4-mm frame) assessments.
Mean stent area (MeanSA) and minimal stent area
(MSA) were obtained in post-PCI segments (every 0.4-
mm frame). The presence of thrombus and dissections
was determined. Malapposition was qualitatively
defined by IVUS as regions containing blood speckle
behind stent. Stent completeness was detected in a sim-
ilar fashion as FD-OCT.

Endpoints

The imaging methods were compared according to
the following parameters [1]: safety endpoints includ-
ing the occurrence of ST-segment changes during or
after imaging acquisition, dissection associated with
the guidewire, imaging catheters or contrast injection,
arrhythmia, vessel occlusion, coronary spasm or slow
flow assessed by thrombosis in myocardial infarction
(TIMI) flow grade, and corrected TIMI frame count
[16]. The occurrence of contrast-induced nephropathy
(CIN), defined as a 25% increase (in absolute values
of 0.5 mg/dL) of serum creatinine above baseline lev-
els between 48 and 96 hr after the exposure to iodin-
ated contrast dye [17], was also evaluated [2]; ability
to image the ROI [3]; quality of image acquisition
(visualized lesion and stent length), percentage of
cross-sections out of the field of view [4], required
number of pullbacks and volume of contrast [5], detec-
tion of malapposition, stent edge dissections and
thrombus [6]; quantitative measurements (MeanLA,
MLA, MeanSA, MSA, and malapposition area/vol-
ume).

The study also evaluated the safety and feasibility of
repeated ULM FD-OCT imaging at 1 year after stent
implantation. Baseline and follow-up FD-OCT parame-
ters were compared. The occurrence of major cardio-
vascular cardiac events (cardiac death, acute MI,
coronary artery bypass grafting [CABG], ST, and tar-
get lesion revascularization [TLR]) at 1 year follow-up
after ULM PCI was recorded.

Statistical Methods

The principal analysis was conducted using SAS 9.2
(SAS Institute, Cary, NC). Categorical variables are
presented as number (proportion), and ordinal or con-
tinuous variables are presented as mean 6 SD. The dif-
ference between IVUS and OCT methodology was
evaluated by paired t-test for continuous variables, and
generalized estimating equations model for categorical
variables. Bland–Altman plots were used to further
evaluate lumen area measurements from IVUS and
OCT modalities.
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RESULTS

Out of 47 patients, 12 were excluded as follows:
five patients had baseline creatinine of >1.5 mg/dL,
two patients had ejection fraction of <30%, one patient
had protected left main disease, one patient was pre-
sented with ST-segment elevation MI, one patient had
allergy to contrast dye, and two patients did not agree
to sign the informed consent. Thirty-five patients
fulfilled the inclusion criteria and were prospectively
enrolled in the study (Fig. 1). Baseline characteristics
of the study population are summarized in Table I. De
novo lesions were presented in 29 patients and in-stent
restenosis in six patients. There were seven patients
(20%) with chronic kidney disease on hemodialysis. In
nonhemodialysis patients, the average baseline creati-
nine level was 0.82 6 0.23 mg/dL. Table II summarizes
the angiographic and procedural characteristics. One
patient (2.9%) had ostial ULM disease and seven
patients (20%) had true bifurcation lesions (Medina
1,1,1) [18]. Twenty-seven patients (77.1%) were
treated with a single stent and six patients (17.1%)
were treated with two stents. Two patients (5.7%) with
in-stent restenosis were treated only with balloon

angioplasty (Table II). Inability to cross the stenosis
precluded IVUS or FD-OCT imaging in two patients.
FD-OCT could not cross one highly calcified plaque,
which was successfully crossed by IVUS. The ability
of IVUS and FD-OCT to acquire qualifying
images was equivalent (100 vs. 96.9%, respectively,
P¼ 0.313). Changes in ST segment occurred in only
one patient during imaging acquisition with both
modalities. This patient had a calcified lesion with a
high degree of stenosis (93% DS). All patients under-
went IVUS images after PCI, whereas FD-OCT was
deferred in one patient (2.9%) owing to concerns
regarding amount of contrast dye already used during
PCI (>300 mL). There were no adverse events related
to any of the intravascular modalities after procedure.
No pullback repetition was required for IVUS before
PCI, whereas 1.09 6 0.29 pullbacks were needed to
properly image the ROI after PCI. FD-OCT required
1.25 6 0.44 and 1.29 6 0.46 pullbacks, respectively, for
satisfactory pre- and post-PCI assessments. The reasons
for repeated pullbacks are summarized in Table III.
Matched pre- and post-PCI images were available for
analysis in 32 patients, whereas post-PCI images of
both IVUS and FD-OCT were available in 34 patients.
Twenty-one patients fulfilled the criteria and accepted

Fig. 1. Flow chart summarizing the patients, procedure, and
image acquisitions included in this study. ULM: unprotected
left main coronary artery, ISR: in-stent restenosis, IVUS: intra-
vascular ultrasound, PCI: percutaneous coronary intervention,
FD-OCT: frequency-domain optical coherence tomography,
DES: drug-eluting stent, and POBA: plain old balloon angio-
plasty.

TABLE I. Baseline Clinical Characteristicsa

Patients (n¼ 35)

Age (years) 68.4 6 7.8

Men, n (%) 30 (85.7)

BMI (kg/m2) 24.1 6 3.9

Hypertension, n (%) 27 (77.1)

Diabetes, n (%) 15 (42.9)

HbA1c (%) 6.3 (1.6)

Dyslipidemia, n (%) 29 (82.9)

Current smoker, n (%) 10 (28.5)

Obesity, n (%) 15 (42.9)

Prior MI, n (%) 3 (8.6)

Prior CABG, n (%) 0 (0)

Post PCI, n (%) 17 (48.6)

Peripheral arterial disease, n (%) 5 (14.3)

Hemodialysis, n (%) 7 (20)

LV ejection fraction (%) 59.4 6 8.2

Baseline creatinin non-HD (mg/dL) 0.82 6 0.23

Baseline eGFR non-HD 72.6 6 18.6

Congestive heart failure< 30, n (%) 0 (0)

Stable angina, n (%) 29 (82.9)

Unstable angina, n (%) 6 (17.1)

Acute MI, n (%) 0 (0)

De novo, n (%) 29 (82.9)

ISR, n (%) 6 (17.1)

aValues are n (%) or mean 6 SD.

Abbreviations: BMI: body mass index, MI: myocardial infarction,

CABG: coronary artery bypass graft, PCI: percutaneous coronary

intervention, LV: left ventricle, GFR: glomerular filtration rate, HD:

hemodialysis, ISR: in-stent restenosis.
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repeated angiography and FD-OCT imaging at 1-year
follow-up (Fig. 1).

IVUS and FD-OCT findings. Left main ostium
was properly imaged in only four (12.5%) patients
with FD-OCT, and in 31 (93.9%) patients with IVUS
(P< 0.001) at pre-PCI. Proximal stent edge was
imaged in six (18.2%) patients with FD-OCT, and in
30 (90.9%) patients with IVUS (P< 0.001); however,
when the stent was implanted without ostium coverage
(n¼ 6), FD-OCT was able to properly assess proximal
stent edge in 100% of the cases (Table IV). The distal
segments of the ROI were adequately assessed by both
methods in pre- and post-PCI evaluations in almost all
cases (Table IV). Visualized lesion length as well as

stent length was shorter with FD-OCT compared with
IVUS (20.72 6 10.05 vs. 21.89 6 10.44 mm, P¼ 0.01,
and 22.44 6 12.08 vs. 23.55 6 12.1 6 mm, P¼ 0.014,
respectively), mostly as a result of blood contamination
at the ostium. Intraluminal thrombus was observed
only with FD-OCT (Table IV). Mean lumen and stent
areas were similar between FD-OCT and IVUS
(11.24 6 2.66 vs. 10.85 6 2.47 mm2, P¼ 0.13 and
10.44 6 2.33 vs. 10.49 6 2.32 mm2, P¼ 0.82, respec-
tively). The limits of agreement for MeanLA are also
reported (Fig. 2). FD-OCT detected larger areas and
volumes of malapposition when compared to IVUS
(Table IV and Fig. 3), as well as more distal edge

TABLE II. Angiographic Characteristicsa

Patients (n¼ 35)

Lesion location

Ostial only, n (%) 0 (0)

Mid-shaft only, n (%) 1 (2.9)

Distal only, n (%) 22 (62.9)

Ostial and Mid-shaft, n (%) 0 (0)

Mid-shaft and distal, n (%) 11 (31.4)

Ostial and distal, n (%) 1 (2.9)

Ostial mid-shaft distal, n (%) 0 (0)

Medina classification

(1,1,1), n (%) 7 (20)

(1,1,0), n (%) 9 (25.7)

(1,0,1), n (%) 1 (2.9)

(1,0,0), n (%) 3 (8.6)

(0,1,1), n (%) 5 (14.3)

(0,1,0), n (%) 9 (25.7)

(0,0,1), n (%) 1 (2.9)

QCA

Nonstented segment

MLD (mm) 0.96 6 0.37

RVD (mm) 3.5 6 0.70

%DS 72.6 6 8.6

Stented segment

MLD (mm) 3.14 6 0.53

RVD (mm) 3.54 6 0.53

%DS 9.03 6 4.00

Procedure characteristics
Strategy

Single stent, n (%) 27 (77.1)

Two stent, n (%) 6 (17.1)

POBA, n (%) 2 (5.7)

Stent type
Sirolimus-eluting stents, n (%) 15 (37.5)

Everolimus-eluting stent, n (%) 25 (62.5)

Total number of stents 40

Number of stents per patient 1.14

Average stent diameter 3.4 6 0.18

Total length of stents (main branch) per patient 24.6 6 12.4

Patients without ULM ostial stent coverage 6/33 (18.2)

aValues are n (%) or mean 6 SD.

Abbreviations: QCA: quantitative coronary angiography, MLD: minimum

lumen diameter, RVD: reference vessel diameter, DS: diameter stenosis,

POBA: plain balloon angioplasty, and ULM: unprotected left main.

TABLE III. Imaging Procedures Characteristicsa

IVUS FD-OCT P-value

PRE-PCI

Attempted case number, n (%) 35 35

Unable to cross the catheter, n (%) 2 (5.7) 3 (8.6) 0.317

Successful imaging, n (%) 33/33(100) 31/32(96.9) 0.313

Safety
ST change 1 (2.9) 1 (2.9) 1.000

Dissection 0 (0.0) 0 (0.0) NA

Arrhythmia 0 (0.0) 0 (0.0) NA

Slow flow 0 (0.0) 0 (0.0) NA

Spasm 0 (0.0) 0 (0.0) NA

Total number of

pullbacks/lesion, mean

1 1.25 6 0.44 0.003

Patients with repeated pullbacks 0 (0.0) 8 (25.0) 0.004

Reason for repeat pullback

Insufficient blood clearance NA 6 (75.0) NA

Long lesion NA 2 (25.0) NA

Volume of contrast

Total volume of

contrast dye/pullback

0 17.8 6 6.2 NA

Velocity rate 0 4.7 6 0.56 NA

Post-PCI
Attempted case number, n (%) 35 35

Reason for excluding PRE OCT

Amount of injected contrast, n (%) 0 (0.0) 1 (2.9) 0.317

Successful imaging, n (%) 35/35 (100) 34/34 (100) NA

Safety
ST change 0 (0.0) 0 (0.0) NA

Dissection 0 (0.0) 0 (0.0) NA

Arrhythmia 0 (0.0) 0 (0.0) NA

Slow flow 0 (0.0) 0 (0.0) NA

Spasm 0 (0.0) 0 (0.0) NA

Total number of

pullbacks/lesion, mean

1.09 6 0.28 1.29 6 0.46 0.006

Patients with repeated pullbacks 3 (8.6) 10 (29.4) 0.008

Reason for repeat pullback 0.210

Insufficient blood clearance 0 (0.0) 5 (50.0)

Long lesion 0 (0.0) 2 (20.0)

Additional balloon angioplasty 2 (66.7) 2 (20.0)

Additional stent implantation 1 (33.3) 1 (10.0)

Volume of contrast

Total volume of

contrast dye/pullback

NA 18.7 6 6.7 NA

Velocity rate NA 4.9 6 0.57 NA

aValues are n (%) or mean 6 SD; NA: not applicable.
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dissections. One proximal stent edge dissection identi-
fied by FD-OCT was unnoticed by IVUS (Fig. 4).
There was one case with incomplete visualization of

the entire vessel (out of screen) pre-PCI, whereas no
out-of-screen images were revealed post-PCI (Table
IV).

One-year follow-up FD-OCT imaging. There
were no adverse clinical outcomes associated with
repeated FD-OCT imaging of ULM at 1-year follow-up.
No cases of CIN were demonstrated. There were no
thrombus detected in association with malapposed or
uncovered stent struts. Although there was reduction in
malapposed stent area when compared to baseline post-
procedure images, malapposition was still observed at
1-year follow-up. Postprocedure stent edge dissections
were no longer observed at 1-year follow-up (Table V).

Clinical outcomes. Two patients developed acute
CIN after PCI but recovered to baseline creatinine
before hospital discharge. There were no MI, ST, or
deaths during the first year post-ULM PCI; however,
two patients underwent TLR.

DISCUSSION

This study provides initial evidence of the safety and
feasibility of using FD-OCT to assess, guide, and mon-
itor outcomes of PCI in ULM coronary disease. FD-
OCT showed a similar high safety profile compared
with IVUS both pre- and post-PCI (Table III).
Although FD-OCT was superior in detecting stent mal-
apposition, tissue protrusion, thrombus, and edge dis-
sections, the present data highlight some inherent
technical limitations of the technology.

FD-OCT was associated with the use of additional
iodine contrast and required more imaging pullbacks
than IVUS. The main reasons for pullback repetitions
in FD-OCT were lesion length exceeding the default
scan length of current FD-OCT system (54 mm/pull-
back v. 100 mm/pullback in IVUS), and insufficient
blood clearance, mainly in the proximal segment of

TABLE IV. IVUS and FD-OCT Imaging Analysisa

IVUS FD-OCT P-value

Pre-PCI

Lesion completeness
Proximal completeness, n (%) 31 (93.9) 4 (12.5) <0.001

Distal completeness, n (%) 33 (100) 29 (90.6) 0.081

Total length (mm) 21.89 6 10.44 20.72 6 10.05 0.010

ULM body length (mm) 7.53 6 3.57 6.45 6 3.35 0.002

Lumen area (mm2)
Mean 7.58 6 2.61 7.60 6 2.63 0.936

Min 3.46 6 1.66 2.94 6 1.77 0.002

Intraluminal

thrombus, n (%) PRE

0 (0.00) 3 (9.4) 0.081

Vessel out of screen, n (%) NA 1 (0.1) NA

Post-PCT

Stent completeness
Proximal completeness, n (%) 30/33 (90.9) 6/33 (18.2) <0.001

Proximal completeness

(without ULM

ostial stent coverage), n (%)

6/6 (100) 6/6 (100) NA

Distal completeness, n (%) 33/33 (100) 33/33 (100) NA

Total stent length (mm) 23.55 6 12.16 22.44 6 12.08 0.014

ULM body stent length (mm) 8.26 6 3.52 7.13 6 3.60 0.014

Lumen area (mm2)
Mean 10.85 6 2.47 11.24 6 2.66 0.132

Min 7.21 6 2.23 7.18 6 2.15 0.875

Stent area (mm2)
Mean 10.44 6 2.33 10.49 6 2.32 0.821

Min 6.88 6 2.03 6.79 6 2.09 0.534

Reference

Lumen area (mm2) 7.81 6 2.71 7.94 6 2.37 0.641

Tissue protruding area (mm2) 0.11 6 0.07 0.23 6 0.09 <0.001

Malapposition area (mm2) 0.12 6 0.36 0.43 6 0.51 <0.001

Malapposition volume (mm3) 1.95 6 5.69 7.73 6 7.60 <0.001

Intraluminal thrombus, n (%) 0 (0.00) 2 (5.9) 0.154

Proximal edge dissection, n (%) 0 (0.00) 1 (3.0) 0.317

Distal edge dissection, n (%) 2 (6.1) 10 (30.3) 0.011

aValues are n (%) or mean 6 SD.

Abbreviations; NA: not applicable and ULM: unprotected left main.

Fig. 2. Bland–Altman plots for comparison of MeanLA measurements evaluated by FD-OCT
and IVUS at pre- (A) and post-PCI (B). IVUS: intravascular ultrasound and FD-OCT: frequency-
domain optical coherence tomography.
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ULM. To create a virtually blood-free environment to
acquire a clear image by FD-OCT [6], blood must be
adequately displaced by iodine contrast injection
through a well-engaged guiding catheter, which inevi-
tably obscures visualization of the ULM ostium. IVUS
offered 1-mm longer visualization of the proximal
ULM, and hence, the present data confirm the limita-
tion of current FD-OCT technology to assess disease
severity or optimization of stent deployment in ULM
ostium.

Several studies have reported the safety and feasibil-
ity of non-ULM FD-OCT imaging in the clinical set-
ting [7–9,19,20]. In line with those reports, no
concerns regarding ULM FD-OCT assessments were
revealed either at baseline post-PCI or at 1-year fol-
low-up in our study. Further confirmation of our results
in larger trials is warranted. Differences in imaging
technique, number of pullbacks, or lesion length may
explain the slight increase in contrast volume (Table
III) used in our study compared to some of these
reports [9,19]. Nevertheless, the incidence of CIN was
lower than those reported previously for PCI without
OCT imaging [21]. The two patients with CIN in our
study have recovered their baseline renal function.
Nevertheless, it remains imperative to take into consid-
eration the total procedural amount of contrast, as well

as other important clinical features such as baseline re-
nal impairment, diabetes mellitus, and hypotension
when performing FD-OCT imaging [21].

There were no significant differences in quantitative
measurements between IVUS and FD-OCT, except for
MLA preprocedure. Whether these differences are
owing to overestimation of MLA by IVUS or underes-
timation by FD-OCT remains to be further investi-
gated. We reported excellent agreements between FD-
OCT and IVUS measurements, and high reproducibility
of FD-OCT quantification in a phantom model [22]. A
possible explanation for the smaller MLA might be the
greater resolution of FD-OCT when compared to
IVUS, which enables a sharper delineation of luminal
borders and less tracing interpolation. FD-OCT’s faster
pullback as compared to IVUS (20 vs. 1 mm/sec)
might have precluded the selection of frames at maxi-
mum diastole although one should also observe the dif-
ferences in reference measurements which did not
occur in this study [23]. Importantly, FD-OCT was
able to image the entire lumen and stent circumfer-
ences in most of cases, which represents a substantial
improvement when compared to the previous genera-
tion TD-OCT assessments of ULM [24].

IVUS has been available for decades, but its value
in ULM PCI was only recently recognized [5]. OCT

Fig. 3. Stent strut malapposition detected by FD-OCT and
unrevealed by IVUS. A IVUS longitudinal view of a stented
segment post-PCI. The region highlighted by the white
dashed line is represented in (I); a malapposed stent strut
(white arrow) is shown. (B) The FD-OCT longitudinal view of
the same region demonstrates stent strut malapposition in
the proximal segment (white arrows). It is shown in the cross-

section coregistered with IVUS image that FD-OCT is capable
of identifying additional malapposed struts (II, white arrows).
(C) FD-OCT longitudinal view of the same segment at 1-year
follow-up highlights malapposed struts (white arrows). The
cross-section image corresponding to the white dashed line
is represented in (III); persistent (white arrows) and late
acquired malapposition (red arrow) are shown.
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has been shown to be superior to IVUS to detect mal-
apposition [25], a phenomenon previously associated
with ST [26], in nonleft main coronary segments. In
our study, FD-OCT visualized significantly more stent
strut malapposition than IVUS (Table IV). In addition,
distal edge dissections, which have also been linked to
adverse outcomes [27], were more often visualized by
FD-OCT. Another potential application of FD-OCT
imaging in this setting would be monitoring the
results of PCI in lesions involving ULM bifurcation
(i.e., assessing results of kissing balloon technique,
Fig. 5) with three-dimensional FD-OCT reconstruction
[28,29]. Whether FD-OCT-guided PCI can optimize
acute results and clinical outcomes in ULM bifurca-
tion remains to be determined. IVUS missed two
cases of intrastent thrombus and detected less tissue

Fig. 4. Proximal and distal stent edge dissections identified
by FD-OCT and unrevealed by IVUS. Panel 1: (A) An IVUS lon-
gitudinal view of a stented segment. The cross-sectional
image corresponding to the white dashed line is represented
in (I); no pathological findings are demonstrated. The corre-
sponding FD-OCT longitudinal view showing a dissection in
the proximal edge of the stent is revealed in (B, white arrow).
In (II), the coregistered cross-sectional image demonstrates
an edge dissection in a calcified plaque (white arrow). Panel
2: (A) An IVUS longitudinal view of a stented segment at base-

line post-PCI. The cross-sectional image corresponding to
the white dashed line is represented in (I); no pathological
findings are demonstrated. FD-OCT longitudinal view of the
same region shows a dissection in the distal edge of the stent
(B, white arrow). The white dashed line highlights the coregis-
tered spot and the correspondent cross-sectional image (II)
demonstrates the edge dissection (white arrow). (C) The same
region at 1-year follow-up does not show the dissection any-
more. The healing of the dissection is confirmed by the
cross-sectional image represented in (III).

TABLE V. Post-PCI and Follow-up FD-OCT Imaging Analysisa

N¼ 21

FD-OCT

(post-PCI)

FD-OCT

(follow-up) P-value

Lumen area (mm2)
Mean 10.83 6 2.31 9.83 6 2.18 0.002

Min 7.31 6 2.16 5.89 6 2.03 0.001

Stent area (mm2)
Mean 10.22 6 2.11 10.43 6 1.92 0.299

Min 6.90 6 2.15 6.57 6 2.04 0.317

Tissue protruding area (mm2) 0.23 6 0.12 – NA

NIH area (mm2) – 0.85 6 0.55 NA

Malapposition area (mm2) 0.27 6 0.25 0.13 6 0.14 0.002

Malapposition volume (mm3) 5.72 6 6.31 3.07 6 3.85 0.027

Intraluminal thrombus, n (%) 0 (0.00) 0 (0.00) NA

Proximal edge dissection, n (%) 0 (0.00) 0 (0.00) NA

Distal edge dissection, n (%) 5 (23.8) 0 (0.00) 0.031

aValues are n (%) or mean 6 SD.

Abbreviations: NA: not applicable and NIH: neointimal hyperplasia.
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protrusion compared with FD-OCT in our study. Con-
versely, IVUS was able to assess the majority of
ULM ostium (90.9%), whereas FD-OCT enabled
ostium assessment in only 18.2% of the cases at post-
PCI. Therefore, considering the increasing acceptance
of PCI as a treatment strategy for ULM worldwide
[30] and the potential catastrophic consequences of
ULM complications, the present data support the need
for large clinical trials to investigate the impact of
different intravascular imaging modalities as well as
their potential complementary role to improve
patient’s outcomes.

This study also demonstrates the safety of perform-
ing elective FD-OCT imaging to monitor ULM PCI 1
year after the procedure, supporting the feasibility of
utilizing this technology in future ULM clinical trials.
Post-PCI edge dissections were healed after 1 year.
Although the magnitude of stent malapposition
decreased over time [31], this pathological phenom-
enon was still detected by FD-OCT at 1-year follow-
up. The clinical implications of these findings remain
unclear and future studies are warranted to determine
whether continued dual-antiplatelet therapy beyond the
first year should be indicated in patients with persis-
tent, albeit small ULM stent malapposition.

Study Limitations

The investigators took into consideration the potential
risk and futility of dual intravascular imaging during

ULM PCI, which led to a relatively small sample size in
this pilot study. Although this report provides the first evi-
dence of the feasibility and safety of FD-OCT in ULM,
the study was not designed or powered to evaluate long-
term clinical outcomes correlated with FD-OCT findings.

CONCLUSIONS

In this pilot trial, FD-OCT assessment of ULM was
feasible and safe during PCI and at 1-year follow-up.
FD-OCT was able to achieve imaging completeness
less often compared with IVUS, but it was more sensi-
tive in detecting malapposition and edge dissections.
Equivalence between the methods was demonstrated in
the assessment of lumen and stent dimensions. Further
studies are necessary to investigate the impact of dif-
ferent intravascular imaging modalities as well as their
potential complementary role to improve patient’s
outcomes in ULM PCI.
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